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ALL OTHER NUMERALS, LETTERS , MAJOR
AND MINOR CALIBRATION POINTS OTHER
THAN NAMED ABOVE ARE TO BE IN BLACK.

INSERT TMC INSIGNIA (NP -117)
IMMEDIATELY BELOW WORD SWR'
CENTERED TO BOTTOM. \Nn Burck,
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FINISH - GLOSSY BLACK

MOVEMENT - O-100 MICROAMPS
APPROXIMATE RESISTANCE - Z000 &
POINTER - SPADE TYPE
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CASE - STANDARD COMMERCIAL RECTANGULAR 4 —12~”

HARDWARE - (@ FLAT WASHERS, @i—L ~ Z8 HEXAGON NUTS FOR TERMINALS, @ LOCK-
WASHERS, @ 6-3Z HEXAGON NUTS FOR MOUNTING , SUPPLIED BY MANUFACTURER.
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